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Abstract 

The objective of this paper is to discuss the 
holographic recording of the time history of a 
flow feature in three dimensions. The paper begins 
by describing the use of diffuse illumination holo- 
graphic interferometry for the three dimensional 
visualization of flow features such as shock waves 
and turbulent eddies. The double-exposure and 
time-average methods are compared using the char- 
acteristic function and the results from a flow 
simulator. A time history requires a large holo- 
gram recording rate. Results of holographic cinema- 
tography of the shock waves in a flutter cascade 
are presented as an example. Future directions of 
this effort, including the availability and devel- 
opment of suitable lasers, are discussed. 


Nomenclature 


*max’ ! min 

intensity 

t 

ray direction 

r 

position 

T 

exposure time 

V 

interference-fringe visibility 

M>(£,r,t) 

variation of phase of ray (eq. (3)) 

A*(t,r) 

amplitude of phase variation (eq. 
(5)) 

AO t (t) 

time variation of phase (eq. (5)) 

sx.ey 

directional parameters (eqs. (6) 
and (7)) 

u(r,t) 

characteristic function (eq. (3)) 

0 

fluid density 


Introduction 


For more than 15 years, diffuse-illumination 
holographic interferometry has been used for meas- 
urements in the propulsion field. One appli- 
cation has been the measurement and visualization 
of fluid properties. A very useful effect of dif- 
fuse illumination interferometry is interference 
fringe localization. When diffuse-illumination 
interferograms are recorded of certain flow fea- 
tures such as shock waves in compressors and cas- 
cades, the interference fringe pattern is observed 
to be located three dimensionally nearby, on, or 
within the flow feature. The flow feature 
is made visible by this process. 

Typically the interference fringe pattern is 
caused by the time variation of the density field 
of the fluid. But time variations caused by spec- 
tral changes, doppler shifts, and the like will 
also affect the fringe pattern. The processes of 
fringe formation and localization have very general 
properties, summarized best by Vest.(=) 


One very useful property occurs when the^vari- 
ations of the density o(r,t) with position r and 
with time t are separable, that is when 

Ao(r,t) = <y(r) p t (t) (1) 

Then the localization property is not expected to 
depend upon the particular method of holographic 
interferometry. That is, fringe localization 
should be the same for real time, double exposure, 
or time average holography, and for time average 
holography with modulation of the reference and 
object waves .(®) All of these methods are being 
used and investigated at Lewis Research Center, 
and are discussed in this paper. 

In fact, given enough motivation, one can 
calculate the fringe formation and localization 
properties of any flow feature (or combination of 
flow features). That motivation has been missing 
in part because of inadequate hardware (particu- 
larly lasers) for holographic interferometry in a 
propulsion environment. Now, there are laser sys- 
tems available that should make another hard look 
at diffuse illumination interferometry worthwhile. 

Specifically, if enough holograms can be re- 
corded per second, then the time history of an 
appropriate flow feature can be viewed three di- 
mensionally. It has been demonstrated at Lewis 
that a 20 pulse-pair-per-second, double pulse, 
Q-switched Nd:YAG laser operated at its second 
harmonic frequency of 532 nm can be used for holo- 
graphic cinematoqraphy of time varying processes . (') 
The use of this technique for the stroboscopic 
visualization of the lambda shock waves in a flut- 
ter cascade is described herein. Subsequently, an 
improved Nd:YAG laser for this application has 
become an off-the-shelf item. 

The f lash lamp-pumped dye laser can be operated 
at about the same pulse repetition rate as the 
Nd YAG laser. In addition, however, it can radiate 
larqe amounts of energy in long pulses. The pulse 
lengths are correct for time-average holography of 
the flows encountered in aircraft propulsion sys- 
tems. This application of the f lashl amp-pumped 
dye laser, which is being investigated at Lewis 
Research Center, is discussed briefly herein. 

Fringe Formation and Localization 
Recording and Viewing an Interference Fringe 

The application of diffuse-illumination, holo- 
graphic interferometry can be understood if a few 
facts and concepts are accepted. Detailed proofs 
and discussions are found in the references. 

Holography is to be regarded as a technique 
for recording light waves existing at different 
times for playback at the same time. Once the 
hologram is recorded, the concept of holography is 
irrelevant to any interpretation or analysis. The 



holographic recording process as we use it is dis- 
cussed extensively in the 1 iterature. (8.9) 

The interference of the multiple light waves 
is considered in the geometrical optics approxima- 
tion. The limitations of this approximation in 
interferometry have been discussed by Howes and 
Buchele.^®' In this approximation, it is light 
rays that are reconstructed in the holographic 
process. The rays are considered to be perpendic- 
ular to wave fronts. For a time varying fluid, 
the phase of the light wave changes along each ray 
during the exposure or multiple exposure recorded 
holographically. We consider only the case where 
the laser illumination of the fluid has passed 
through a diffuser. It is the interference of the 
multiple exposures, one light ray at a time, that 
is the foundation of diffuse illumination inter- 
ferometry. In fact, the cross interferences 
between different light rays is a random process 
which does not yield high visibility interference 
fringes. The local visibility V of an inter- 
ference fringe pattern is defined as 

„ *max *min ... 

V = -j +-j (2) 

max min 

where I max and I min are the local maximum and mini- 
mum intensities in the pattern. Cross interfer- 
ences between different rays are ignored. 

The interference patterns of the different 
rays are viewed three dimensionally by imaging 
points in the reconstructed image with a lens or 
other imaging system (see Fig. 1). 

Each ray in diffuse-illumination holographic 
interferometry contributes its own intensity. 

That is, the contributions are added incoherently. 
The rays from a particular direction form an inter- 
ference pattern. Rays from different directions 
in general form different patterns. A high visi- 
bility composite pattern is formed only when the 
individual patterns register in the image plane. 
That is one statement of the condition for fringe 
localization. 

The viewing properties of a well localized 
interference fringe pattern are much like those of 
a three-dimensional opaque object. This fact is 
emphasized in Fig. 1 by showing a pattern that 
appears to a viewer to be in the virtual image 
space of a hologram of a fluid. When the pattern 
is caused by a flow feature and is located nearby, 
on, or within the flow feature, the pattern pro- 
vides three-dimensional visualization of that 
feature. 

The conditions for fringe formation and 
localization can be stated more quantitatively. 

Localization Condition 

Characteristic Function . Consider a light ray 
whose" direction is given by the unit vector 5. 

Let the light ray pass through a point r in a 
fluid. Let the imaging system of Fig. 1 be focused 
on that point. If a hologram is recorded of that 
light ray during a time interval T, then the phase 
factor of the reconstructed wave along that ray 
direction is proportional to 


/y 

exp |j[a<t’(£,r,t)]j dt (3) 

where i$(f,r,t) is the phase change along the ray 
having the direction $ and passing through point 
r, and 

a$ CK.r.O) = 0 

For rays confined to direction k, and for points 
on some surface, the intensity in the observed in- 
terference pattern is proportional to 

1 = |v(r,£)| 2 (A) 

The function y(r,1c) is called the characteristic 
function, and can be used to define all the methods 
of diffuse-illumination holographic interferometry. 

Separable Flow Feature . There are expansions 
of Eq. (3) which can be used to treat completely 
general time and spatial variations of phase. (!*■) 
The following is restricted to flows which are 
separable or at least locally separable. Then, by 
definition, the change in phase can be written as 

&t(£,r,t) = a*(£,r) a$ t (t) (5) 

The change in phase along a ray is propor- 
tional to the integral along that ray of the change 
in fluid density. The change in phase will be sep- 
arable if the change in fluid density is separable. 
Now, the characteristic function can be written 
explicitly as a function of ar(1t,f). 

The condition for registration of the inter- 
ference patterns in the plane of the imaging system 
of Fig. 1 is that | ufa* (£ ,r)]| not vary with 
direction £. For an unrestricted viewing direc- 
tion, this condition (to first order) reduces to 
two equations- 


3 A <5 

ae x 

= 0 

(6) 

3 

30., 

= 0 

(7) 


where e x and e y are angles in the planes con- 
taining the optical axis and the x and y axes. 
For convenience, the x and y axes can be in 
the plane of the diffuser, although other reference 
systems are possible.”* The angles increase from 
the optical axis of the imaging system. In fact, 
any directional parameters may be used to evaluate 
the directional variations. 

Together, Eqs. (6) and (7) define a spatial 
curve. Hence, in general, one expects to see a 
high visibility interference fringe pattern only 
in the neighborhood of a curve. The conditions 
actually observed may be less restrictive than 
this. If only one of Eqs. (6) and (7) applies, 
then localization is on a surface. In any case, 
fringes are always observed over a finite volume 
of space, because of the nonzero depth-of-field of 
the imaging process. (5) 
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Localization calculations must be done 
case-by-case. 

Shock-Wave Fringe Localization 

Examples of such calculations for shock wave 
surfaces have been reported in detail. These cal- 
culations were compared with data for the passage 
and bow waves of the blades of a rotating transonic 
compressor stage at Lewis Research Center, l^* 4 *”) 
The interference fringe position was compared with 
the shock wave position measured using laser ane- 
mometry. The calculation is algebraically complex 
even for the simple geometry of the shock wave, 
and the references should be read for details. 

Some useful conclusions can be stated simply. 

(1) The position of localization is a posi- 
tional average weighted by the gradient of the 
change in fluid density perpendicular to the axis 
of the imaging system. Fringes should localize 
near time varying features with large gradients of 
density (or refractive index). 

(2) Still, even for shock waves, the inter- 
ference fringe position may differ substantially 
from any position of the shock wave during the 
exposure. This difference is called fringe local- 
ization error. 

(3) The fringe localization error is mini- 
mized by choosing a view which allows the shock 
wave to be viewed close to tangency. 

(4) The fringe localization error is mini- 
mized by viewing shock wave surfaces which are 
curved. 


Double-Exposure Holography . There are two 
versions of double-exposure holography: true- 
double- and rapid-double-exposure. For true-double- 
exposure holography, the scene is time varying 
only between the two exposures. An example would 
be a steady flow versus no flow condition. In 
rapid-double-exposure holography, the flow varies 
steadily, but the exposures are so short that the 
density field can be considered constant during an 
exposure. An example is Q-switched laser holog- 
raphy Of the passage shock waves of a compressor 
rotor.” -4 ' The exposure is measured in nano- 
seconds. For both cases, the characteristic func- 
tion is the same: 

| u(r,t)| 2 = cos 2 [a$(r,£)/2.] (8) 

where 44 (r , 1 c) is the change in phase between the 
two exposures. Equation (8) is the familiar sinu- 
soidal fringe pattern usually associated with in- 
terferometry. The same expression can be used for 
nonseparable flows, but then the change in phase 
should be labeled with the times of the two 
exposures. 

Time-Average Holography . The characteristic 
function for time-average holography will depend 
upon the specific form of the time function A*t(t) 
in Eq. (5). The best known example is the sinu- 
soidal motion of an object vibrating in a normal 
mode. Then the characteristic function yields the 
familiar Bessel fringes. For flows, it is more 
realistic to choose^a phase that changes linearly 
with time. If A4(r,1c) is the total change in 
phase during the exposure, the interference fringe 
pattern is given by 


(5) The fringe localization error is mini- 
mized by viewing shock waves with substantial 
positional variation in strength. 


|u(r,&)| 2 = 


sin 2 Mr.hlZ.Jt 
[44(r,i?)/2.] 2 


(9) 


(6) The best image of the interference fringe 
will correspond to the minimum localization error. 
That is, the fringe visibility will be highest and 
the depth-of-f leld smallest for the minimum local- 
ization error. 


This expression contains the familiar sine 
function. 

The key point is that the first zero or dark 
fringe in double-exposure holography occurs when 


Schumann has presented a result permitting 
conclusions similar to (2) through (6) to be drawn 
for any refractive index distribution. (“I 

The key point is that given enough motivation, 
one can calculate the best localization and viewing 
properties for any flow feature. A model of the 
flow feature is required. For experimental work 
then, a range of viewing directions must be selec- 
ted to handle possible deviations from the model. 

Even for separable flows, the results will 
depend upon the holographic technique. The dif- 
ferent holographic techniques are compared in the 
following section. 

Holographic Techniques 

Sensitivity 

The sensitivity of time-average holography is 
about half that of the double exposure techniques. 
This conclusion is drawn by substituting the appro- 
priate time functions into Eq. (5) and then by 
substituting Eq. (5) into Eq. (3). 


A4(r,t) = n 

whereas, the first zero or dark fringe in time- 
average holography will not occur until 

44(r,t) = 2 n, 

hence, the decrease in sensitivity. 

Flow Simulator 

The holographic techniques can be demon- 
strated with a flow simulator. The flow simulator 
is a 5 x 5 x 3 cm crystal of KD*P with pairs of 
1-cro-wide electrodes attached to its 5 x 5 cm top 
and bottom surfaces. Light can enter and exit its 
5x3 cm faces. Its properties have been reported 
in detail.' 14 ' Its principle application has 
been to test the frame-to-frame repeatability of a 
holographic motion picture setup.''' The volt- 
ages on the four electrodes can be changed between 
exposures of a double-exposure hologram. The 
electrode-planes are perpendicular to the optic 
axis of the crystal. The refractive index distri- 
bution then changes between exposures for light 
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polarized perpendicular to the optic axis. The 
same step in refractive index distribution from 
frame to frame can then be used to check repeat- 
ability of the holographic motion picture setup. 

The gradient of refractive index is primarily per- 
pendicular to the optic axis, and the refractive 
index distribution is symmetrical about the mid- 
plane of the crystal. Consequently, the inter- 
ference fringes localize near the midplane of the 
crystal. 

For evaluating a rapid-double-exposure setup 
with exposure separations ranging from 1 to 100 
us, the refractive index can be changed in nano- 
seconds. To evaluate a setup for time-average 
holography, the voltages on the electrodes are 
varied more slowly. The results reported immedi- 
ately below were recorded in 16 to 31 ms. An argon 
ion laser was used for illumination. The time 
scale has no effect on the principles of holo- 
graphic interferometry. 

One problem with using the simulator for time 
average holography is that the phase change along 
a ray is typically n or less, except near the 
electrodes. These changes yield easily observed 
dark fringes in double exposure holography. But 
because of the reduced sensitivity discussed above, 
only the fringes near the electrodes appear in 
time-average holography. This problem can be over- 
come by using a double pass through the simulator. 
Another partial solution is to time modulate the 
reference (or object) wave during the exposure. 

The effect is to add another time varying function 
to the argument of the exponential of Eq. (3) for 
the characteristic function. To first approxima- 
tion, the result is equivalent to adding a constant 
phase^change tothe change in distribution of phase 
ad(C,r). The overall brightness of the hologram 
image is reduced. But the dark fringes are made 
visible. Because the positionally and direction- 
ally dependent part of the argument of Eq. (3) for 
the characteristic function does not change, the 
localization condition is not affected. 

Flow Simulator Results 

In Fig. 2, fringe patterns are shown for four 
different methods of diffuse illumination, holo- 
graphic interferometry. The flow simulator dis- 
cussed above was the subject. The change in phase 
distribution is the same for all methods. The 
potential differences on the left and right pairs 
of electrodes had opposite signs. Hence, the phase 
change ranges from positive on the left to negative 
on the right. The object illumination was derived 
from a collimated laser beam incident on a diffuser 
immediately in front of the simulator. The setup 
is the same as that described by Weimer. 

Figure 2(a) shows a result for so called real- 
time, inf mite-fringe holographic interferometry. 

A Newport Research thermoplastic holocamera was 
used to obtain the infinite-fringe condition. A 
hologram is recorded of the simulator before volt- 
age is applied to the electrodes. The hologram 
image is reconstructed and the object illumination 
turned on at the same time. The reconstructed 
object wave and the object wave interfere. With 
no voltage applied, the two waves are identical 
and no fringes appear. When voltage is applied, 
interference fringes characteristic of the change 
in phase distribution appear and are photographed 
directly. The fringes are localized near the 
midplane of the crystal as mentioned above. 


Maintaining this infinite fringe condition (perfect 
alignment) would be difficult in a propulsion 
environment. 

Figure 2(b) is from a double-exposure holo- 
gram of the same change shown in Fig. 2(a). The 
double exposure is recorded on a photographic 
plate. The fringe pattern is about the same as 
that of Fig. 2(a), but has better visibility. The 
only reason for the better visibility is that the 
direct object beam and the reconstructed object 
beam in Fig. 2(a) could not be adjusted for equal 
intensity, a requirement for maximum fringe 
vi sibi 1 lty. 

Figure 2(c) is from a time-average hologram 
where the phase changed gradually to that of Figs. 
2(a) and (b). The change occurred qradually during 
the exposure time of 31 ms. (The actual change 
was exponential rather than linear.) Because of 
the reduced sensitivity, fringes are observed only 
near the electrode positions. The fringes are 
similar to the fringes that would be observed at 
half the phase change in double-exposure 
holography. 

Figure 2(d) is from a time-average hologram 
where the frequency of the reference beam was 
shifted by a moving mirror. During the exposure, 
the effect was equivalent to imposing an additional 
time-linear phase shift of n on the phase dis- 
tribution of the object. The fringe on the right 
side is cancelled, and the fringe on the left side 
is enhanced. Although the fringe is localized as 
before, its visibility is reduced. 

In reference to Fig. 2(d), other means were 
also used successfully to overcome the reduced 
sensitivity of time-average holography. These 
means included phase modulation of the reference 
beam with an electrooptic phase modulator, a double 
pass, and time variation of the spectrum of the 
laser. The electrooptic modulator was a Pockels 
cell borrowed from the Q-switch of a laser. The 
spectrum was made unstable by adjusting the posi- 
tion of the argon laser etalon perpendicular to 
the laser axis. With the exception of the double 
pass through the simulator, the fringe visibility 
is reduced. 

The double-pass method will be used to evalu- 
ate laser systems for time-average holographic 
cinematography. However, it is estimated that a 
phase modulation amplitude up to 0.6 it can be used 
to selectively enhance the contrasts of flow 
features. Selectivity would be improved if the 
modulation were a function of (£,r) also. Possible 
modulators include electrooptic and acoustooptic 
modulators as well as moving mirrors and moving 
holographic optical elements. 

The successful application of the principles 
outlined above depends upon the availability of 
suitable laser systems. The objective at Lewis is 
to use holography for three-dimensional visualiza- 
tion and measurements of time varying fluids as 
they appear in propulsion applications. The re- 
quirement is for high-pulse-rate laser systems. 

For double-exposure holography, each pulse must 
actually consist of a pair of pulses. A typical 
separation of the pulses in a pair is 10 u s. For 
time-average holography, long pulses are used. 

The pulse length must be about twice that for the 
same application in double-exposure holography. 
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Double-exposure holographic cinematography is dis- 
cussed next. 

Rapid-Oouble-Sxposure Holographic 
Cinematography in a Flutter Cascade 

Transonic Flutter Cascade 

Rapid-double-exposure holography using a 
Q-switched ruby laser has been reported by 
Boldman, et al. for a flutter cascade.”" The 
same cascade has been used to evaluate a holo- 
graphic motion picture system. The linear cascade, 
as reported, consists of three two-dimensional 
airfoils driven to oscillate about the midchord 
axis in harmonic pitching motion. The frequency 
of oscillation is about 580 Hz, the amplitude about 
1.2*, and the mean angle of attack 6.0*. The free- 
stream Mach number is 0.81. Lambda-type shock 
waves appear near the leading edges of the air- 
foils. The continuously changing flow field is a 
convenient subject for rapid-double-exposure holog- 
raphy, as opposed to true-double-exposure holog- 
raphy. The shock wave surfaces can be viewed close 
to tangency so that fringe localization is accu- 
rate. More detailed information is available about 
the flutter cascade in the references.^** 8 ' 

Setup for Holographic Cinematography 

The setup shown in Fig. 3 is a standard off- 
axis-reference-beam holography setup where each 
hologram is exoosed according to well established 
principles. l 8 * 9 ) The following specific features 
are of special interest, however. 

Object Beam . The object beam is derived by 
reflecting a laser beam from the far end wall of 
the tunnel. The light is admitted through a window 
which serves as the near end wall of the tunnel. 

The far end wall of the tunnel is a diffuse reflec- 
tor. The diffusely reflected object illumination 
passes through the blade passages and out the same 
window used to admit it. There is a small angle 
between the viewing direction and the blade axis. 

Reference Beam . The reference beam is a 
diverging beam reflected to the hologram from a 
mirror attached to the tunnel. The apparent 
source of the reference beam is near the midplane 
of the tunnel. This is the so called lensless 
Fourier transform configuration for recording 
holograms. The main property of this configuration 
is that the reconstructed image will be stationary 
even though the hologram is moved through the 
reconstruction beam. Then, one can view the dif- 
ferent frames of a holographic motion picture while 
moving the film continuously through the recon- 
struction beam. 

Recording Material . The holograms are re- 
corded on 70 mm film transported by a 70 mm motion 
picture camera body (Mitchell DA-70). The film is 
coated with Kodak S0-253 emulsion. The camera 
body can be operated at 10, 20, or 30 frames per 
sec. 

Laser 

Description . The laser shown in Fig. 3 is a 
double-pulse, Q-switched, frequency-doubled Nd :YAG 
laser which can be operated at 20 double pulses 
per sec. The laser was constructed to meet Lewis's 


specifications for a holographic laser. An off- 
the-shelf laser suitable for holographic cinema- 
tography is now manufactured. The new laser will 
radiate at least 500 mj of 532 nm light per double 
pulse, whereas the laser used for the results of 
this report radiates only 10 to 15 mO. For holog- 
raphy, it is convenient and desirable to have a 
coherence length of at least 30 cm (spectroscopic 
linewidth no larger than .03 inverse centimeters). 
Intracavity etalons are used to increase the co- 
herence length. The laser shown in Fig. 3 uses a 
stable resonator and radiates a TEMOO beam.” 8 ) 

The individual pulses are about 10 ns wide, and 
the separation between pulses of a double pulse 
can be varied from 1 to 100 uS in 1 u s increments. 
In fact, vibration can degrade results if pulse 
separations exceed about 20 u s. 

Synchronization . The holograms (frames) can 
be synchronized to a particular angle of attack of 
the blades. At 580 Hz, a hologram rate of at least 
1200 holograms per sec would be required to view 
the history of the shock waves in real time. At 
20 holograms per second, the time variation of the 
shock waves is examined stroboscopically: changes 
from one hologram to the next represent variations 
not synchronized with every 29th repetition of a 
particular angle of attack. Synchronization is 
accomplished using equipment similar to that re- 
ported elsewhere for optical measurements in rotat- 
ing machines.!*’) One special feature is that 
the angle of attack of the exposure can be pro- 
grammed to change automatically after a specified 
number of frames. The firing of the laser is 
synchronized with the angle of attack and a camera- 
ready signal . 

Results 

In Fig. 4, the shock structure at four dif- 
ferent angles of attack is shown. In the photo- 
graphs, the shock waves look like filaments hanging 
from the blades. When the three-dimensional re- 
constructed image is viewed, the fringes corre- 
sponding to the shock structure can be seen hanging 
sheetlike between the endwall boundary layers. 

For the same angle of attack, there is no change 
in the shock structure from one frame to the next. 
However, the background changes considerably. 
Sometimes, the shock fringe is a dark fringe 
against a light background. Other times, it is a 
light fringe against a dark background. Fringes 
corresponding to blade vibration can be seen at 
times. And there are other fringes localized on 
tunnel turbulence. These fringes appear to be 
extremely wel 1 localized. 

The energy of 10 to 15 mj is marginal for this 
application, so that the new high energy laser 
should be especially useful. 

The hardware for double-exposure holographic 
cinematography is well enough developed for appli- 
cations, at least at normal speed (10 to 30 holo- 
grams per second). Other systems, which are 
currently being studied, are discussed next. 

Future Directions 

The following methods of holography are being 
studied or considered. The objective is high-data- 
rate three-dimensional visualization and measure- 
ment of fluid properties. 
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Time-average holography will be studied using 
a f lashlamp-pumped dye laser capable of 10 holo- 
grams per second. Exposure durations will be in 
the 1 to 100 gs range. The intended applications 
are compressor, cascade, and combustion flows. 

Time modulation of the reference and object beams 
will be studied as a means for selectively enhanc- 
ing flow features. The possibility of using posi- 
tionally and directionally dependent modulation of 
the object beam for minimizing localization error 
will be considered. The feasibility of recording 
sequentially several holograms from the same laser 
pulse will also be examined in an attempt to lay a 
foundation for extremely high-data-rate or burst 
mode time-average holographic cinematography. 

The possibility of high-speed double-exposure 
holographic cinematography is worth considering. A 
problem is that high-pulse-rate lasers such as the 
copper vapor laser are single-pulse lasers with 
pulse lengths measured in nanoseconds. The devel- 
opment of a convenient-to-use double-pulse system 
would be a major project. However, the slab- 
geometry solid state lasers definitely offer the 
possibility of 100 or more double-exposure holo- 
grams per second. 

The proven Nd:YAG technology is being used 
for three dimensional visualization of the shock 
structure in Lewis's flutter cascades. 

Conclusions 

Both rapid-double-exposure and time-average 
diffuse-illumination holographic interferometry 
can be used for three-dimensional visualization of 
flow features. Although the time-average method 
has half the sensitivity of the double-exposure 
method, there is available the freedom of time 
modulating the reference and object waves. Modu- 
lation probably is not useful when the amplitude 
exceeds 0.6 n rad. during the exposure. 

If the objective of holographic interferometry 
is to observe the time history of a flow feature, 
then its success depends entirely upon the avail- 
ability of high-pulse-rate lasers. The lasers 
must have the coherence and beam quality suitable 
for holography. An alternative is to record several 
holograms sequentially during a single high-energy 
laser pulse. 

The off-the-shelf technology for holographic 
cinematography is the Nd:YAG laser used at its 
second harmonic frequency. At around 20 holograms 
per second, this laser is used strobosopical ly to 
view propulsion flows. Real time holographic cin- 
ematography of propulsion flows will require in 
excess of 1000 holograms per second. 
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Figure 1. - Imaging a localized interference fringe pattern. 



(a) Real time. 


(b) Double exposure. 



(c) Ti me average. 


(d) Time average with frequency 
shifted reference beam. 



Figure 2. - Flow simulator fringes. 












(b) Angle Z 

Figure 4. - Double exposures for several angles of attack of flutter cascade. 





(c) Angle 3. 



(d) Angle 4. 


Figure 4. - Concluded. 
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